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Reagent Preparation Table 
for the CLA Allergy Test 
 
 

The following tables are intended for use with variable-volume pipettes. For greatest 
accuracy, pipettes with narrow volume ranges should be used. 

 
 

CLA® PETTES 
 

PHOTOREAGENTS 

Number per Run Amount of Each (mL) 

1 0.4 
2 0.8 
3 1.2 
4 1.5 
5 2.0 
6 2.5 
7 3.0 
8 3.0 
9 3.5 
10 4.0 
11 4.5 
12 4.5 
13 5.0 
14 5.5 
15 6.0 
16 6.0 
17 6.5 
18 7.0 
19 7.5 
20 8.0 

 
In general, photoreagent volumes are rounded to the nearest 0.5 mL, and provide total 
volumes of at least 1.5 mL per Pette.  Volumes greater than 1.0 mL may be measured 
with 1.0 - 5.0 mL variable-volume pipettes, or with 5.0 or 10.0 mL disposable pipettes.  If 
reusable pipettes are used they must be rinsed thoroughly with distilled or de-ionized 
water to assure that no traces of chemicals, detergents or other contaminants remain.   
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